Thyroid dyshormonogenesis detected through a modified perchlorate discharge test using a gamma-camera.
To find an easy tool to detect dyshormonogenesis. In this study, the standard perchlorate discharge test was modified by using a gamma-camera instead of a gamma-probe to detect this rare abnormality. By using this technique two cases of dyshormonogenesis were identified. The gamma-camera-based perchlorate discharge test is an easy, reliable, convenient, and feasible procedure where thyroid uptake probe is not available.